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Change of APTT Therapeutic Range for IV Heparin 
Introduction: 
The APTT is routinely used to monitor and adjust dosage of IV UFH heparin infusion. 
The performance of the APTT test is highly dependent on the reagent and laboratory method 
used, so published protocols have to be verified with the locally used reagent and method 1,2.  
Every batch of reagent has to be evaluated and an APTT range set for heparin monitoring3. 
Current situation: 
We are due to change a batch of APTT reagent. (routine annual occurrence.) During our 
evaluation of the new batch of reagent, a significant difference in performance has been 
identified. The new reagent is less sensitive to heparin. (Detailed information is available on 
request).  This has prompted us to review the protocols that are being used. At some hospital 
sites, ranges have been adopted which are based on published guidelines and do not take into 
account currently used reagents and methods. We recommend that the protocols are 
changed, as the new reagent is significantly less sensitive to heparin and may lead to over-
dosage with the currently used protocols. 
Recommendation:  

 The change of APTT range is incorporated in to the heparin dosing protocol which will 
happen Mid January 2012, when the previous batch runs out.  

1. We also Recommend the adoption of a weight based Heparin dosing protocol, utilising 
locally derived information: 

Summary:  

APTT significant reduced sensitivity to heparin, especially at supra-therapeutic levels. 

Protocols used to dose adjust IV UFH heparin MUST be reviewed /amended ASAP 

If you have any comments or queries in relation to the above, please contact: 

  Dr Stephen May, Consultant Haematologist 

  Alan Neal, Charge Scientist Haematology. 

December 2011 
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